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! Residual Hypo Test

1., The results obtained by the Crabtree-Ross Test for
residual hypo content in five (5) ﬁ.h samples provided by
your oafﬁ.ea are as followss

SAMPLE § MG HYPO PER SQUARE INCH

" 130B 001
13L-B +0018
138-B <0015
1 9‘8 .m

2. The above results indicate that the hypo content of
these £ilm samples does not exceed the limit of ,005mg per -
square inch as established by the Bureau of Standards,
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